Note: Detection of a single cobalt microparticle with a microfabricated atomic magnetometer

D. Maser,1,a) S. Pandey,1 H. Ring,2 M. P. Ledbetter,1 S. Knappe,3,4 J. Kitching,3 and D. Budker1,5
1Department of Physics, University of California at Berkeley, Berkeley, California 94720-7300, USA
2Department of Chemistry, University of California at Berkeley, Berkeley, California 94720-3220, USA
3Time and Frequency Division, National Institute of Standards and Technology, 325 Broadway, Boulder, Colorado 80305, USA
4Department of Physics, University of Colorado at Boulder, Boulder, Colorado 80309, USA
5Nuclear Science Division, Lawrence Berkeley National Laboratory, Berkeley, California 94720, USA

(Received 7 July 2011; accepted 29 July 2011; published online 23 August 2011)

We present magnetic detection of a single, 2 μm diameter cobalt microparticle using an atomic magnetometer based on a microfabricated vapor cell. These results represent an improvement by a factor of $10^5$ in terms of the detected magnetic moment over previous work using atomic magnetometers to detect magnetic microparticles. The improved sensitivity is due largely to the use of small vapor cells. In an optimized setup, we predict detection limits of 0.17 μm$^3$. © 2011 American Institute of Physics. [doi:10.1063/1.3626505]

I. INTRODUCTION

Magnetic microparticles and methods for their detection show promise in a variety of fields, most notably in biophysical and medical applications.1–3 Such particles can be coated with biomolecules, enabling magnetic labeling, manipulation, and separation. For example, proteins in solution can be detected at attomolar concentrations by binding magnetic microparticles to antibodies through the use of bio-bar-codes.4 That work employed scanometric DNA detection which binds DNA and gold nanoparticles to magnetic microparticles and measures light scattered from the gold nanoparticles, rather than directly detecting the magnetic moment of the magnetic microparticles.

This work follows the work of Refs. 5–8, using a sensitive atomic magnetometer based on an alkali vapor cell to directly detect the magnetic moment of magnetic microparticles. These prior demonstrations employed blown glass cells with dimensions of about 1 cm, and sensitivities of about 1 nG/√Hz with a bandwidth on the order of 10 Hz. Single ferromagnetic cobalt particles with a diameter of 150 μm were detected, and based on measured signal-to-noise ratio, the authors projected detection limits as small as 20 μm. Recent developments in microfabrication technology and the use of the spin-exchange relaxation-free (SERF) (Ref. 9) regime have yielded sensors a factor of $10^2$ to $10^3$ smaller in volume with demonstrated sensitivities better than 0.1 nG/√Hz and bandwidth in excess of 300Hz.10,11

Here, employing such a microfabricated SERF magnetometer, we detect the magnetic signal produced by a single cobalt microparticle of less than 2 μm in diameter with a signal-to-noise ratio of roughly 10. In terms of magnetic moment, this represents an improvement by more than a factor of $10^5$ compared to the work reported in Ref. 5. The improvement in sensitivity is primarily due to more closely matching the volume of vapor cell and microparticle without losing magnetometric sensitivity. Newly emerging techniques in magnetometry based on either nitrogen-vacancy centers in diamond12 or a spinor Bose-Einstein condensate13 have yielded sensors with much smaller volumes, with dimensions on the order of nanometers and 10 μm, respectively, potentially offering dramatically improved sensitivity to nanometer-scale magnetic particles.

II. EXPERIMENTAL SETUP AND PROCEDURE

The experimental setup for detecting magnetic microparticles entrained in a liquid is shown in Fig. 1. The magnetometer operates in the spin-exchange relaxation-free regime. The central component of the magnetometer is a microfabricated vapor cell with dimensions of 1 mm × 2 mm × 3 mm, containing $^{87}$Rb and 1300 Torr of N₂ buffer gas, heated to 190 °C. The alkali vapor is optically pumped with a circularly polarized laser beam tuned to the center of the pressure broadened D1 transition. Alkali spin-precession is probed with a linearly polarized laser beam tuned about 100 GHz to the blue of the center of the pressure broadened D1 transition. A magnetic field orthogonal to both beams rotates the alkali spin polarization into the direction of the probe beam. The optical rotation of the probe beam is proportional to the component of spin polarization along the probe beam, and thus proportional to the magnetic field over a range of about ±400 μG. Data were acquired with a sampling rate of 200 Hz, with RMS noise of about 6.8 nG, yielding a sensitivity of about 0.5 nG/√Hz. Signals were acquired by entraining the particle in water that flowed past the magnetometer in 3.1 mm outside diameter teflon tubing. Flow was accomplished via either a peristaltic pump for continuous flow, or a handheld syringe for oscillating flow.
FIG. 1. (Color online) Experimental setup using suspension of particles in a fluid, viewed from the top (a) and from the side (b). A $^{87}$Rb vapor cell is housed inside a set of magnetic shields. The vapor cell is optically pumped via circularly polarized light resonant with the D1 transition and probed via linearly polarized light, tuned about 100 GHz off-resonance with the D1 transition, yielding sensitivity to magnetic fields transverse to both beams. A peristaltic pump transports a solution of fluid carrying the magnetic particle through teflon tubing adjacent to the vapor cell. In an alternate setup (not shown), we used a handheld syringe to move the particle back and forth past the magnetometer. Prior to acquiring data, the particle was magnetized in a 6 kG magnet.

III. DATA FOR COBALT MICROPARTICLES

Signals from a single cobalt particle using the syringe method are shown in Fig. 2. To acquire these data, a droplet of water containing roughly 20 particles (determined using an optical microscope) was added into a test tube with water, forming a dilute “slurry.” The test tube was inserted into a 6 kG permanent magnet to magnetize the cobalt particles. The slurry was then sucked into the teflon tube and past the magnetometer. Once a spike in the magnetic field was observed (as shown in Fig. 2), the particle was made to oscillate past the vapor cell using the syringe so that a single particle’s magnetic field could be repeatedly measured. One may question whether the observed signal is really due to a single, 2 $\mu$m particle, as it is conceivable that the particles could clump together during the magnetization procedure. To confirm that the particles did not clump together, we performed an auxiliary test, where we placed the droplet on a microscope slide, inserted it into the magnet, and examined it under an optical microscope. We observed no clumping.

Magnetic-field measurements as the particle oscillates past the vapor cell are shown in Fig. 2. Information regarding the orientation of the particle can be extracted from the time variation of the transient in the inset. The spikes were typically 0.2 $\mu$G to 0.4 $\mu$G in magnitude, whereas the RMS noise never exceeded 0.02 $\mu$G. For comparison, data from a 20 $\mu$m particle (roughly 1000 times larger in volume) are shown in Fig. 3. These data were acquired using the peristaltic pump, hence the regular spacing between the peaks.

The observed signals are consistent with what one would expect, assuming full magnetization. The maximum magnetic field at the location of the sensor due to a microparticle is (in Gaussian units)

$$B = \frac{2m}{r^3} = \frac{1.72\mu_B N_A \rho V}{Mr^3},$$  \hspace{1cm} (1)

where $m$ is the magnetic moment of the particle, 1.72 $\mu$B is the magnitude of the magnetic moment per atom of cobalt in Bohr magnetons, $\rho$ is the mass density of cobalt, $V$ is the volume of the particle, $N_A$ is Avogadro’s number, and $r$ indicates the distance from the center of the vapor cell to the Teflon tube. Equation (1) gives a calculated field ranging 0.30–0.82 $\mu$G for a 2 $\mu$m particle, corresponding to $r$ ranging from 2.5 mm to 3.5 mm. The peak-to-peak size of the spikes seen in Fig. 2 is consistent with the estimate given by Eq. (1).

Using the same equation, we can estimate the detection limit, assuming that the smallest discernable signal should be roughly twice the magnitude of the RMS noise (0.04 $\mu$G). The corresponding limit is found to be 0.17 $\mu$m. This is based on the sensitivity of the current setup; sensitivities roughly 10 times better have been achieved in similarly sized devices, indicating further room for improvement.

IV. Conclusions

We have shown that ferromagnetic particles with diameters of roughly 2 $\mu$m can be detected with an atomic magnetometer. The sensitivity of this magnetometer is better by a
factor of approximately two compared to that demonstrated in Ref. 5; additionally, the smaller size of the sensor and higher bandwidth improve the sensitivity further. This allows the measurement of signals that are a factor of 15 smaller in terms of the magnetic field size, and a factor of $10^5$ smaller in terms of the volume and magnetic moment of the ferromagnetic particles.

Magnetic microparticles in the micron and nanometer scale are used in drug targeting, cell separation, MRI, radiotherapy, drug delivery, hyperthermic treatment, magnetic separation of bacteria, viruses, and parasites, and blood detoxification. Hence the ability to detect magnetic microparticles demonstrated here may find direct application in some of these biomedical techniques as well as other applications in industry (for example, for process control), and in other basic scientific research. For example, sea slugs are thought to navigate via ferromagnetic microparticles. The technique demonstrated here may enable direct detection of the magnetically sensitive tissues in such organisms.

ACKNOWLEDGMENTS

Research was supported by the (U.S.) Department of Energy (DOE), Office of Basic Energy Sciences, Division of Materials Sciences and Engineering under Contract No. DE-AC02-05CH11231 (H.R.), by the National Science Foundation (NSF) under Award No. CHE-0957655 (D.M., D.B., and M.P.L.), and by the National Institute of Standards and Technology (NIST) (S.K. and J.K.). We gratefully acknowledge discussions with S. Xu and L. S. Bouchard. This work is a partial contribution of NIST, an agency of the US government, and is not subject to copyright.

6Li Yao and S. Xu, Angew. Chem., Int. Ed. 50(18), 4407 (2011).
7Li Yao and S. Xu, Angew. Chem., Int. Ed. 48(31), 5679 (2009).
8Li Yao, A. C. Jamison, and S. Xu, Angew. Chem., Int. Ed. 49(41), 7493 (2010).