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from which they cannot. Therefore, it is this boundary that 
constitutes the limit to resolution in terms of the observa- 
tions. Of course, hypothetical, errorless two-component obser- 
vations to which a two-component model of the same family 
is fitted are on the side of the boundary corresponding to reso- 
lution. However, nonsystematic and systematic measurement 

where resolution is impossible since the solutions coincide. 
Systematic measurement errors influence the location of the 
point around which sets of observations are distributed. This 
point represents the expectations of the observations. The 
systematic errors may move this point close to the boundary. 
The kind of distribution of the nonsystematic errors defines 
how the sets of observations are distributed around this point. 
Therefore, the probability of resolution is determined by both 
types of errors combined. 

errors may move this point to the other side of the boundary, 
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MEASUREMENT OF FREQUENCY, PHASE NOISE 
AND AMPLITUDE NOISE 

Frequency metrology has the highest resolution of all the 
measurement sciences. Simple systems readily achieve a frac- 
tional frequency resolution of 1 ppm (part per million) and 
some elaborate systems achieve 1 part in 10'' or less. Because 
of the readily achieved resolution, the growing trend is to  con- 
vert the measurement of many different parameters to  the 
measurement of frequency or frequency difference. 

In the following we describe the basic ideas and definitions 
associated with various aspects of the specification and mea- 
surement of frequency, phase (or time), and the two compo- 
nents of spectral purity-phase modulation (PM) noise and 
amplitude modulation (AM) noise. The three topics are funda- 
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Output voltage of an ideal sinusoidal oscillator. 

mentally linked, since as we will see below, frequency is pro- 
portional to the rate of change of phase with time, and the 
degree to which we can specify or measure signal phase, am- 
plitude, or frequency is limited by the spectral purity of the 
signals. 

BASIC CONCEPTS A N D  DEFINITIONS 

Figure 1 shows the output voltage signal of an ideal sinusoid 
oscillator as a function of time. The maximum value V, is the 
nominal amplitude of the signal. The time required for the 
signal to repeat itself is the period T of the signal. The nomi- 
nal frequency uo of the signal is the reciprocal of the period, 
UT. This voltage signal can be represented mathematically 
by a sine function, 

u ( t )  = Vo sin8 = Vo sin(2nuot) (1) 

where the argument 0 = 2mx0t of the sine function is the nomi- 
nal phase of the signal. The time derivative of the phase 0 is 
27724 and is called the nominal angular frequency wo. In the 
frequency domain, this ideal signal is represented by a 6 func- 
tion located a t  the frequency of oscillation. 

In real situations, the output signal from an oscillator has 
noise. Such a noisy signal is illustrated in Fig. 2. In this ex- 
ample we have depicted a case in which the noise power is 
much less than the signal power. Fluctuations in the peak 
values of the voltage result in AM noise. Fluctuations in the 
zero crossings result in PM noise. Fractional frequency modu- 
lation (FM) noise refers to  fluctuations in the period of the 
signal. Since the period (and thus the frequency) of the signal 
is related to the phase of the signal, FM noise and PM noise 
are directly related. 
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Figure 2. Output voltage of a noisy sinusoidal oscillator. 
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Figure 3. Power spectrum of a noisy signal. 

Figure 3 shows the power spectrum of a noisy signal 
(power as a function of frequency) as measured by a spectrum 
analyzer. Although the maximum power occurs a t  the fre- 
quency of oscillation, othe- peaks are observed at frequencies 
of 2v0, 3v0, . . ., nv,. These frequencies are called harmonics 
of the fundamental frequency vo; 2v0 is the second harmonic, 
3v0 is the third harmonic, and so on. The power at these har- 
monic frequencies will depend on the design of the source. 
The spectrum around the fundamental frequency displays 
power sidebands at frequencies above the carrier (upper side- 
band) and at frequencies below the carrier (lower sideband). 
These power sidebands are the result of PM and AM noise in 
the signal. While the power spectrum gives an idea of the 
total noise of a signal, it does not give information about the 
relative magnitude of the PM and AM noise. Furthermore, at 
frequencies close to  vo, it is difficult to  separate noise power 
from the power of the fundamental frequency. Therefore, spe- 
cial measurement techniques are needed to  measure PM and 
AM noise in oscillators. 

Characterization of Frequency Stability 
and Amplitude Stability of a Signal 

A noisy signal can be mathematically represented by 

where d t )  represents amplitude fluctuations (amplitude devi- 
ation from the nominal amplitude Yo) and 4(t) represents 
phase fluctuations (phase deviation from the nominal phase 
27rv0t) (1). The instantaneous frequency of this signal is de- 
fined as 

I d  I d  --(phase) = uo + --@@I 
237 dt 2n dt ,,(t) (3) 

Frequency fluctuations refer to  the deviation of the instanta- 
neous frequency from the nominal frequency: dt)  - vo. Frac- 
tional frequency fluctuations, denoted as y(t), refer to  fre- 
quency fluctuations normalized to vo, that is, 

(4) 

Equation (4) indicates that there is a direct relation between 
phase fluctuations and fractional frequency fluctuations. 
Therefore if the PM noise of a signal is measured, the FM 
noise can be easily obtained and vice versa. The time devia- 
tion or fluctuation x(t) of a signal is equal to  the integral of 

y ( t )  from 0 to  t. This relation can be expressed as 

d 
Y e )  = - x ( t )  dt 

Units of Measure for PM Noise, FM Noise, and AM Noise 

Phase fluctuations in the frequency domain are characterized 
by the spectral density of the phase fluctuations S+(f) ,  given 
by 

where PSD refers to  power spectral density, [4(f,I2 is the 
mean-squared phase deviation at  an offset frequency f from 
the frequency v, (called the carrier in this context), and BW 
is the bandwidth of the measurement system (1-4). The offset 
frequency f is also called Fourier frequency. The units for 
SJf) are rad2/Hz. Equation (6) is defined for 0 < f < M ;  never- 
theless it includes fluctuations from the upper and lower side- 
bands and thus is a double sideband unit of measure. 

The PM noise unit of measure recommended by the IEEE 
(1,2,4) is J(fl, defined as 

(7)  

At Fourier frequencies far from the carrier frequency, where 
the integrated PM noise from M to  f (the Fcurier frequency) 
is less than 0.1 rad’, L(f, can be viewed as the ratio of phase 
noise power in a single sideband to power in the carrier (sin- 
gle-sideband phase noise). When J(f, is expressed in the form 
10 log[P(f)] its units are dB below the carrier in a 1 Hz band- 
width (dpclHz). 

Frequency fluctuations in the frequency domain are char- 
acterized by the spectral density of the fractional frequency 
fluctuations S,(f), given by 

where y ( f ?  represents the mean-squared fractional frequency 
deviation at an offset (Fourier) frequency f from the carrier. 
S,(f, is defined for Fourier frequencies 0 < f < m, and its 
units are l/Hz. 

The conversion between S,(f, and S+(f) can be obtained 
from Eq. (4). Applying the Fourier transform to  both sides of 
Eq. (41, squaring, and dividing by the measurement band- 
width result in 

Amplitude fluctuations in the frequency domain are c h a m  
terized by the spectral density of the fractional amplitude 
fluctuations S,(fl, given by 

where 4f12 represents the mean-squared amplitude deviation 
at an offset frequency f from the carrier (I). S,(f, is defined 
for Fourier frequencies O < f < m ,  and its units are 1/Hz. 
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Figure 4(a) and 4(b) shows the common noise types charac- 
teristic of the PM noise and the AM noise of an oscillator 
(1,2,4-6). 

Effects of Frequency Multiplication and 
Heterodyning on PM, FM, and A M  Noise 

men the frequency of a signal is multiplied by N ,  the phase 
fluctuations are also multiplied by N ,  as shown in Fig. 5(a). 

- 

Log (fourier frequency) 

t 

I I I I I I 

Log (fourier frequency) 

(b) 

Figure 4. Common types of noise (fluctuations) in oscillators: (a) PM 
noise; (b) AM noise; (c) $7) (1,2,4-6). 
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Figure 5. (a) Block diagram of a frequency multiplication system. (b) 
Block diagram of a frequency heterodyne or translation system. 

The PM noise of the multiplied signal is given by 

where S,dfl is the PM noise added by the frequency multi- 
plier. Similarly, when the frequency of a signal is divided by 
N ,  the PM noise SJf) of the divided signal is divided by v. 
Frequency multiplication and frequency division do not alter 
the fractional FM noise S,(fl of a signal since both the fre- 
quency fluctuations and the nominal frequency are multiplied 
by N ,  and the ratio remains constant (7). Ideally, frequency 
multiplication o r  division should not have an effect on AM 
noise either. Nevertheless, the AM noise of the multiplied or 
divided signal can be affected and determined by the multipli- 
cation or division scheme. 

A system that translates or shifts the frequency of an input 
signal by a fixed frequency is shown in Fig. 5(b). In this sys- 
tem, a mixer is used to multiply the input and reference sig- 
nals. The output signal after the high-pass filter has a fre- 
quency of v,, + vref. (Alternately the lower sideband v,, - v,,f 
could just as well have been chosen.) The input frequency has 
been shifted by the frequency of the reference. The PM noise 
of the output signal of a frequency translation or frequency 
heterodyne system is given by 

where S,,in(f) is the PM noise of the input signal, Sm,ref(f) is the 
PM noise of the reference, and S Q ( ~ )  is the PM noise of the 
translator (in this case the mixer and the high-pass filter). 
The AM noise of the output signal will depend on the details 
of the translation scheme. 

Time-Domain Fractional Frequency Stability of a Signal 

In the time domain, the fractional frequency stability of a sig- 
nal is usually characterized by the Allan variance, a type of 
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two-sample frequency variance given by 

- M - 1  

where N is the number of time deviation samples, x, is the 
time deviation over the interval T, M = N - 1 is the number 
of frequency samples, and 7, is the fractional frequency devia- 
tion for interval i (1-4). Equation (13) is used when time data 
are available, Eq. (14) is used when frequency data are avail- 
able, and. Eq. (15) is used to convert frequency domain data 
(PM noise) to  the time domain. The squared root of the Allan 
variance, u ~ ( T ) ,  is generally used to specify the frequency sta- 
bility of a source. Figure 4(c) shows the slopes of the common 
noise types characteristic of the o;(T) of oscillators. If the dom- 
inant noise type in short-term is flicker PM or white PM, the 
modified Allan variance given by Eq. (161, (171, or (18) can 
be used to improve the estimate of the underlying frequency 
stability of the sources (1,2,8): 

N-3m+I c 1 
2r2m2(N - 3m + 1) moda;(t) = 

j=l 

1 N-3m+l 
mod a,” ( 5 )  = (Y;+m - Y y  2(N - 3m + 1) 

j=l 

where 

and 

m-1 

‘ j+k  

m 
- k=O x .  = ~ 

J 

Here 2, is the phase (time) averaged over n adjacent measure- 
ments of duration T,,. Thus mod u~(T) is proportional to  the 
second difference of the phase averaged over a time mr,. 
Viewed from the frequency domain, mod ~ $ 7 )  is proportional 
to  the first difference of the frequency averaged over m adja- 
cent samples. 

The confidence intervals for ~ ~ ( 7 )  and mod ~ ~ ( 7 )  as a func- 
tion of noise type and the number of samples averaged are 
discussed in Refs. 1 and 4. 

MEASUREMENT SYSTEMS 

Direct Measurements 

Direct Measurements of Frequency and Frequency Stability US- 
ing a Counter. Figure 6 shows the timing diagram for the di- 
rect measurement of signal frequency relative to  a re€erence 
frequency using a counter. The normal convention is to  start 
with the signal under test and stop with the reference. The 
user typically chooses the nominal measurement period, 
which is an integral number of cycles of the reference. For 
example T = Nref/uref = 1 s. The instrument counts Nsrg, the 
nominal number of cycles of the signal under test that occur 
before the reference signal stops the count. The frequency of 
the signal averaged over a measurement interval T is given 
by 

where uref is the frequency of the reference. Since the mea- 
sured signal frequency is proportional to  the time base or ref- 
erence frequency, an error in the time-base frequency leads 
to  a proportional error in the determination of the signal fre- 
quency. 

The intrinsic fractional frequency resolution of a simple 
counter is t- l/Nslc Some sophisticated counters have interpo- 
lation algorithms that allow them to  improve the intrinsic 
resolution by a factor of p, which can be 100 o r  more. If the 
frequency of the signal under test is less than the frequency 
of the reference, the resolution can often be improved by re- 
versing the roles of the signal and reference. The counter 
reading can then be inverted to  find the frequency of the 
signal. 

The uncertainty in the frequency from a particular mea- 
surement taken over a measurement time T is the intrinsic 
resolution plus the combined fractional instability of signal 
o&( T )  and the reference o$,~( T). When these factors are inde- 
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I Time I 
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8 -  

stop Enable Counter time base 

Figure 6. Timing diagram for a direct frequency measurement 
system. 
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pendent, they are added in quadrature: 

frequency uncertainty 

The time-domain fractional frequency stability of the signal 
O;?,,&T) relative to the frequency stability of the reference can 
be estimated from a series of consecutive frequency measure- 
ments using Eq. (14) (1,2). There is often dead time between 
frequency measurements in the direct method, which leads to 
biases in the estimation of fractional frequency stability; 
these biases depend on noise type (9). More elaborate tech- 
niques that eliminate this bias and offer better intrinsic fre- 
quency resolution are described in later sections on hetero- 
dyne measurements. 

Direct Measurements of Phase or Time Using a Counter. For 
sinusoidal signals, phase or time is usually referenced to the 
positive-going zero crossing of the signal. For digital signals, 
time is usually referenced to the mean of the 0 and the 1 
states at the positive-going transition. Although the counter 
can be started with the signal or the reference, we usually 
start with the signal. Then advancing phase (time) corre- 
sponds to  a signal frequency that is higher than the reference. 
The instrument counts Nref, the nominal number of cycles of 
the counter time base frequency vref that occur before the ref- 
erence signal stops the count. The phase of the signal relative 
to the reference is 

'sig 

Uref 
esig = 2nNref - (23) 

where vSlg is the frequency of the signal. The time of the signal 
relative to  the reference is 

(24) 

Since the measured phase (time) is proportional l/(vref), an 
error in the time base (reference) frequency leads to  an error 
in the determination of the signal phase. There may also be 
phase errors or time errors in the measurement due to the 
voltage standing wave ratio (VSWR) on the transmission lines 
to the counter from the signal and the reference (10). 

For a simple counter the intrinsic phase resolution is 
2nv,,,/vref, while the time resolution is llvref. Some sophisti- 
cated counters have interpolation algorithms that allow them 
to  improve the intrinsic resolution by a factor of /3, which can 
be 100 or more. 

The uncertainty in the measurement of phase A+ or  time 
AT using this approach is given by the intrinsic resolution 
Plus the combined fractional instability of signal &,&T) and 
the reference 4ref(~). When these factors are independent, 
they are added in quadrature: 

The time-domain fractional frequency stability of the signal 
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Figure 7. Timing diagram of a heterodyne time measurement 
system. 

O & ~ ( T )  relative to the frequency stability of the reference can 
be estimated from a series of consecutive phase measure- 
ments separated by a time T, using Eq. (13) (1,2). More elabo- 
rate techniques that offer better resolution are described in 
later sections on heterodyne measurements. 

Heterodyne Measurements 

Heterodyne techniques offer greatly improved short-term res- 
olution over direct measurement techniques of frequency, 
phase, and time (see Fig. 7). In this technique the signal un- 
der test is heterodyned against the reference signal vref and 
the difference frequency or beat frequency (lower curve) % 
measured. The frequency resolution is improved by a factor 
vreflz+ over direct measurements. 

Heterodyne Measurements of Frequency. Using the hetero- 
dyne method, the frequency of the signal source is 

1, ' = Uref f Ub s'g (27) 

Additional measurements are required to determine the sign 
of the frequency difference. The usual method is to  change the 
frequency of the reference by a known amount and determine 
whether the beat becomes smaller or larger. The resolution 
for frequency measurements is given by 

where At is the timing resolution. The uncertainty is limited 
by the frequency stability of the reference and the phase vari- 
ations of the phase detector. The minimum time between data 
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samples is 11% for clocks that are nearly at the same fre- 
quency (a limitation in many situations). 

Fifty percent of the time this approach is insensitive to  the 
phase fluctuation between the signal and the reference. This 
down time, called “dead time” (5,9), biases the calculation of 
u?(T) and mod U&T) by an amount that depends on the noise 

tion of noise type and percent dead time are given in Ref. 9. 
The dead-time limitation can be circumvented by using two 
counters triggered on alternate cycles of q,. 

type and the duration of the dead time. Bias tables as a func- 

Heterodyne Measurements of Phase (Time). The resolution 
for heterodyne measurements of time or phase is increased to 

A t  = %At 
’ref 

(29) 

where At is the timing resolution of the counter. To avoid am- 
biguity % should be larger than the frequency fluctuations of 
both the reference and the source under test. Additional mea- 
surements are required to determine if the frequency of the 
source is higher or lower than the reference. The phase of 
the beat signal goes through zero when the phase difference 
between the two signals is +(2n + 1) x 90” where n = 0, 1, 
2, 3, . . .. The time of the zero crossing is biased or in error 
by A 4  due t o  imperfections in the symmetry of the phase de- 
tector and/or the VSWR in the reference and signal paths 
(10). Timing errors due to VSWR effects and typical tempera- 
ture coefficients for mixer biases are given in Ref. 10 for fre- 
quencies of 5 and 100 MHz. These errors generally scale as 
1 / V s , g .  

The tinie of the source under test is 

“ref 
(30) 

where n is the number of beat cycles that have occurred since 
the original synchronization. The minimum time between 
data samples is l/%. For clocks that are a t  nearly the same 
frequency, this limitation can be very restrictive. 

The time-difference data can be used to characterize the 
fractional frequency stability of the sources using Eq. (13). 
The resolution for short-term time domain frequency stability 
(7 less than 0.1 s) is typically much worse than that obtained 
from integrating the phase noise using Eq. (15) (8,ll) 

Basic Configuration of PM and AM Noise Measurement Systems 

Figure 8 shows the basic building block used in PM and AM 
noise measurement systems. It consists of a phase shifter, a 
mixer, and a low-pass filter. The two input signals to  the 
mixer can be represented as 

U 2 ( t )  -y 
Phase shifter 

Figure 8. Basic building block for AM and PM noise measurement 
systems. 

I 

PM detector 

Spectrum 
analyzer 

Signal 

um( t )=kdA$( t )  

Reference Cd 
Figure 9. Block diagram for a heterodyne (two-oscillator) PM noise 
measurement system. 

where and e2(t) represent tho amplitude fluctuations of 
the signals and +l(t) and &(t) represent the phase fluctua- 
tions of the signals. For an ideal mixer, the signal u&) is 
equal to  the product of signals u l ( t )  and u2(t) .  After some alge- 
braic manipulation, we have 

At the output of the low-pass filter, the signal reduces to  

(33) 

(34) 

where A 4  is the difference between the phase angles of the 
two input signals (41 - +2) and = +l(t) - When 
44 is approximately equal to  an odd multiple of n/2 and the 
integrated phase noise [s A+(f12 dfl does not exceed 0.1 rad’, 
the two signals are in quadrature and the output voltage of 
the mixer is proportional to  the difference of the phase fluc- 
tuations in the signals u l ( t )  and u2(t). When a double-balanced 
mixer is used, the amplitude fluctuations are suppressed by 
25 to 40 dB (11,121. This is also called suppression of AM to 
PM conversion in a double-balanced mixer. 

When the two input signals to  the mixer are in phase or 
4 4  0, the output voltage of the mixer is proportional to  the 
amplitude fluctuations of the signals. The suppression of 
phase fluctuations when 44 = 0 is higher than 90 dE (11,12). 
The setup in Fig. 8 can be used in either AM noise or PM 
noise measurement systems by adjusting the phase shifter. 

PM Noise Measurement Systems For Oscillators and Amplifiers 

Heterodyne Measurements of P M  Noise in Signal Sources (Two- 
Oscillator Method). Figure 9 shows a heterodyne PM noise 
measurement system for an oscillator. In this system, the sig- 
nals from the test oscillator and a reference oscillator of simi- 
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lar frequency are fed into a double-balanced mixer. A phase- 
locked loop (PLL) is used to  lock the reference frequency to  
the test oscillator frequency and to maintain quadrature be- 
tween the two input signals to the mixer (13). The output 
voltage of the mixer is proportional to the difference between 
the phase fluctuations of the two sources. This voltage is am- 

Often this spectrum analyzer is of the fast Fourier transform 
(FFT) type. The voltage a t  the output of the amplifier is 

plified and its PSD is measured with a spectrum analyzer. 

u O ( t )  = kdGA#(t) (35) 

where kd is the mixer’s phase-to-voltage conversion factor (or 
mixer sensitivity), G is the gain of the amplifying stage, and 
A&) is the difference between the phase fluctuations of the 
test oscillator and the reference [&(t) - A(t)]. The PM noise 
can be obtained from 

(36) 

The calibration factor or mixer sensitivity kd can be found by 
turning off the PLL t o  obtain a beat frequency signal a t  the 
mixer output. The slope at the zero crossing and the period of 
this signal can be measured with an  oscilloscope or another 
recording device. The calibration factor kd in Vlrad is 

m 

k, = (slope) x 
2Jr (37) 

Ideally this measurement should be made at the output of the 
amplifier because the measurement then yields kdG, which 
includes the effect of amplifier input impedance on the perfor- 
mance of the mixer. The calibration of this PM noise measure- 
ment system using the beat-frequency method can introduce 
errors in the measurement if the mixer and the amplifier 
gains are frequency dependent, as is often the case. Figure 10 
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shows the variation of kd with Fourier frequency for different 
mixer terminations. Capacitive terminations improve the 
mixer sensitivity, thereby improving the noise floor. However, 
the frequency response is not nearly as constant as the re- 
sponse obtained with resistive terminations, thus increasing 
the measurement error (1 1). 

rier frequency can be used t o  calibrate the frequency-depen- 
dent errors (14,151. In this technique Gaussian noise is added 
to the reference signal by means of a low-noise power sum- 
mer. Since the Gaussian noise is independent of the reference 
noise, equal amounts of PM and AM noise are added to the 
reference signal. When the Gaussian noise is “on,” the PSD of 
the output noise voltage .u,(t) is equal to 

A calibrated Gaussian noise source centered about the car- 

where SPMcal is the PM noise added by the Gaussian noise 
source. The calibration factor as a function of frequency is 
obtained dividing PSD[u,,,(t)] by SpMcd. A PSD measurement 
is then made with the Gaussian noise “off.” The calibrated 
PM noise is obtained from 

This approach greatly reduces the uncertainty of the mea- 
surement because it automatically takes into account the fre- 
quency-dependent errors. This approach also reduces the time 
necessary to make routine PM noise measurements as com- 
pared to  traditional methods since the measurement is now 
reduced to a simple ratio measurement between noise on and 
noise off (14,15). The use of this calibration technique is illus- 
trated in the cross-correlation measurements dismssed in the 
following and shown in Fig. 11. 

L 
- 

2 mW mixer drive 

1 2 5 10 20 50 ’ 

Frequency (kHz) 

Figure 10. Sensitivity of a low-level double-balanced mixer at 5 MHz as a function of the inter- 
mediate frequency (IF) port termination for radio frequency (RF) and local oscillator (LO) inputs 
of +2 and +10 dBm (11). 
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I 
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PLL w 

Figure 11. Block diagram of a two-chan- 
ne1 cross-correlation system for measur- 
ing PM noise in an oscillator. Calibration 
of the system is accomplished using a PM 
and AM noise standard (14,151. 

Two-channel 
FFT analyzer 

,,(f, is the PM noise of the test source, Sm,B( 
PM noise of the reference, u,(f) is the noise added and FFT) as a function of the number of measurements can 

The cocfidence intervals for spectrum analyzers (swept where is the 
)y the 

mixer, the amplifier, and the spectrum analyzer, S,,,(f, and 
Sa,&? refer to  the AM noise of the test source and the refer- 
ence, and PA and PB are the factors by which the AM noise is 
suppressed. If the PM noise of the reference is higher than 
the PM noise of the test source, then the PM noise of the 
source cannot be measured accurately. 

be estimated from Table 1 (4,16-18). Biases in commonly 
used FFT window functions are discussed in Ref. 4. 

One of the shortcomings of the single-channel, two-oscilla- 
tor measurement system is that the measured noise includes 
noise contribution from the test source as well as that from 
the reference source. The noise terms included in SJf, are 

Table 1. Approximate Statistical Confidence Interval for FFT 
and Swept Spectrum Analyzers (16-18). p = N (the Number 
of Averages) for FFT Analyzers and p = N(RBWNBW) for 
Swept Spectrum Analyzers. (RBW Refers to the Resolution 
Bandwidth of the Spectrum Analyzer and VBW refers to the 
video bandwidth). 

P 
69% Confidence 95% Confidence 
Interval (dB) Interval (dB) 

4 
6 

10 
30 

100 
200 

1,000 
3,000 

10,000 

-2 
-1.5 
-1.2 
-0.72 
-0.41 
-0.3 
-0.13 
-0.08 
-0.04 

+ 3  
+2.3 
+ 1.7 
+0.88 
+0.46 
+0.32 
+0.13 
+0.08 
+ 0.04 

-3  
-2.5 
-2 
-1.3 
-0.76 
-0.54 
-0.25 
-0.15 
-0.08 

+6 
+5 
+4 
+ 1.8 
+0.92 
-0.63 
-0.27 
+0.15 
+0.08 

The last three terms of Eq. (40) constitute the noise floor 
of'the measurement system. The noise floor can be estimated 
by using a single source (test source or reference) to  feed the 
two inputs of the mixer. A phase shifter placed in one of the 
channels is used to adjust the phase difference to an odd mul- 
tiple of 90". The PM noise of the driving source is mostly can- 
celed and the measured noise at  the output is 

(41) 

where the factor ~ ( f )  is due to decorrelation of the source 
noise and is much smaller than 1 for small Fourier frequen- 
cies. [See the section on delay line measurements, especially 
Eq. (52) ,  for a discussion of this effect.] Equation (41) is ap- 
proximately equal t o  the noise-floor components in Eq. (40). 
Equation (40) indicates that the AM noise of the source and 
the reference can affect PM noise measurements; thus sources 
with low AM noise should be used. 

Cross-Correlation Heterodyne Measurements of PM Noise in 
Signal Sources. One of the limitations of the single-channel, 
two-oscillator method is that the PM noise of the reference 
contributes to  the measured noise. If three different oscilla- 
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tors are available (A, test source; B, reference 1; C, reference 
2), PM noise measurements of three different pairs of oscilla- 
tors can be made and the PM noise of the source can be ap- 
proximated by 

where SQ,a(f) includes the PM noise of sources A and B, 
S,,,c(f, includes the PM noise of sources A and C, and 
SQaC(fi includes the PM noise of sources B and C. One prob- 
lem with this approach is that small errors in any of the three 
measurements taken separately can result in large overall er- 
rors. Another problem is that the noise of the measurement 
system still contributes to  the noise floor. 

A more effective way of eliminating the PM noise from the 
reference is to use cross-correlation PM noise measurements. 
Figure 11 shows a two-channel, cross-correlation PM noise 
measurement system that uses two reference oscillators and 
two PM noise detectors operating simultaneously. Each indi- 
vidual channel is a simple heterodyne measurement system. 
Therefore the noise terms in PSD[u,,(t)l and PSD[u,,(t)I di- 
vided by the respective calibration factors are described by 
Eq. (40). The PSD of the cross-correlation of the noise volt- 
ages u,&) and u,&) divided by the calibration factor is 

where S,,,(fi is the PM noise of the test source, S4,&) and 
S, , ( f )  are the PM noise of the references, and N is the num- 
ber of averages in the measurement (11,14,15,19,20). The con- 
tribution of the PM noise of the references and the noise in 
the detectors and amplifiers are reduced by a, because they 
are independent. This results in a reduction of the unwanted 
PM noise in the references and the measurement system of 
10 dB for 100 averages and 20 dB for 10,000 averages. This 
powerful measurement technique makes it possible to obtain 
an accurate measurement of the PM noise of a source that 
has lower noise than the references if the AM noise of the 
source can be neglected. 

Heterodyne Measurements of PM Noise in Amplifiers. Figure 
12 shows the block diagram of a PM noise measurement sys- 
tem for a pair of amplifiers. In this system an oscillator signal 
is split using a reactive power splitter. The outputs of the 
splitter drive two test amplifiers, and their outputs feed a 
double-balanced mixer. The mixer output is then amplified 
and measured by a spectrum analyzer. A phase shifter in one 
of the channels is used to maintain quadrature. The PM noise 
of the amplifier pair is obtained dividing the PSD of the noise 
voltage u,(t) by the calibration factor (kdG),, 

where S4,mp(fl is the PM noise of the amplifier pair and S,(f) 
is the AM noise of the source. This system assumes that the 
noise of the amplifiers is higher than the noise floor of the 
measurement system. If this is not the case, cross-correlation 
measurement systems should be used. The calibration factor 
can be easily obtained by adding a Gaussian noise source to  
one of the channels and making measurements with the noise 
on and the noise off, as discussed previously. Calibration can 
also be achieved by using a second source to  drive one of the 
amplifiers to  obtain a beat signal at  the output of the mixer. 
An oscilloscope can then be used to measure the zero-crossing 
slope and the period of the beat signal, and the calibration 
factor can be computed using Eq. (37). 

A similar measurement system can be used to measure the 
PM noise of a single amplifier if the delay across the amplifier 
is so small that decorrelation of the source noise is not impor- 
tant t o  the measurement. See Eq. (52) and associated text for 
a discussion of decorrelation effects. 

Cross-Correlation Heterodyne Measurements of P M  Noise in 
Amplifiers. Figure 13 shows a cross-correlation PM noise 
measurement system for a pair of amplifiers. It consists of 
two channels, each a separate heterodyne measurement sys- 
tem. The PSD of the cross-correlation of the noise voltages 
u&) and u,&) divided by the calibration factor is 

I 
I 

I 
I measurement system I 
I 

Phase noise 

! 
Figure 12. Block diagram of a single- 
channel system for measuring PM noise 
in a pair of amplifiers. 
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Filter --ET Phase noise 55 Gaussian 

Figure 13. Block diagram of a two-channel cross-correlation system for measuring PM noise in 
a pair of amplifiers. 

The noise added by the phase detectors is reduced by m. 
The calibration factor kdG can be obtained by adding a cali- 
brated Gaussian noise source about the carrier frequency as 
shown in Fig. 13. In this setup the noise floor is generally 
limited by the AM noise of the source. It is therefore impor- 
tant to select a source with low AM noise and to operate the 
mixer a t  the maximum point of AM rejection. 

Delay-Line Measurements of PM Noise in Signal Sources. A 
PM noise measurement system that does not need a second 
source is the delay-line system shown in Fig. 14 (11,21). In 
this setup the oscillator signal is split, a delay line of time 
delay 7-d is placed in one channel, and a phase shifter is placed 
in the other channel. The two channels are fed into a double- 
balanced mixer. The phase fluctuations of the combined sig- 
nal a t  the mixer output are given by 

proportional to the phase fluctuations of the source. For 
27TfTa 6 1, 

(47) 

where u,(f) is the output voltage of the mixer at an  offset 
frequency f. Equation (47) can also be expressed in terms of 
y(f) by multiplying the right side by v,Jf: 

u I I l ( f )  kd2nuoTdy(f) (48) 

Equation (48) can be equiva1,ently expressed in the time do- 
main as 

u,(t) Z hd2nuordy(t) (49) 

&(f) = [2 - 2cos(2nfrd)11'2#(f) (46) 

where &f) are the rms phase fluctuations ofthe source a t  an  
offset frequency f (21,22). If the phase shifter is adjusted so 
that the phase difference between the two input signals is an 
odd multiple of go", then the output voltage of the mixer is 

Equation (49) indicates that the output voltage of the mixer 
is proportional to the frequency fluctuations in the source, 
and thus this system measures the FM noise of the test 
source. The voltage a t  the output of the amplifier is given by 

uCJ( t )  kd(2nv(jTd)@(t) = uOkv@(t )  (50) 

Source 
under test 

Figure 14. Block diagram of a PM noise 
measurement system that uses a delay 
line to measure PM noise in an oscillator. 

. : u,(t) = h,Av(t)  
n 
LJ 

- 
u,(t) = h,Av(t)  

Source R / 2  under test 

Frequency Slope = h,G (V/Hz) 

Spectrum 
analyzer 

I 
Voltage 0 

Frequency 

Delay line 

Slope = h,G (V/Hz) 
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where k ,  is the mixer sensitivity to frequency fluctuations and 
G is the voltage gain of the amplifier. The FM and PM noise 
of the source can then be obtained: 

Equations (51) and (52) are valid only for f 4 1/(%"d), where 
the approximation in Eq. (47) is valid. The calibration factor 
k ,  can be found by stepping the source frequency up and down 
and measuring the corresponding voltage change a t  the out- 
put of the amplifier. The voltage change divided by the fre- 
quency change is equal to k,G in V/Hz. At f > 1/(2Q), the 
output of the mixer is approximately sinusoidal with maxi- 
mums occurririg a t  odd multiples of 1/(27d), and minimums 
occurring at even multiples of 1/(27d). The first minimum oc- 
curs a t  f = and thus a measurement of this occurrence 
can be used to determine Td (21). A calibrated Gaussian noise 
source can be used to calibrate the system at Fourier frequen- 
cies higher than 1/(2'rd), thus extending the frequency range 
of this system (14,151. 

The close-in noise floor of this measurement system is 
much larger than that of the two-oscillator system. From Eq. 
(471, the effective phase sensitivity of the mixer is multiplied 
by a factor of 27rf T~ and thus is less than the phase sensitivity 
of the two-oscillator method (21). As discussed previously, the 
noise floor of the two-oscillator measurement system is given 

h 

For f < 1 / ( 2 ~ ~ ) ,  the noise contributions of the mixer, the am- 
plifier, and the spectrum analyzer to the noise floor increase 
by a factor of ( 2 n f ~ ~ ) - ~ .  The noise floor for the delay line mea- 
surement system is given by 

The first term usually limits the noise floor of this system. 
The term in large parentheses usually follows a l / f  power law 
at frequencies close to the carrier; thus the overall noise floor 
at these frequencies follows a f - 3  dependence on Fourier fre- 
quency. In addition, the noise floor is inversely proportional 
to 3; therefore longer delays will result in lower noise floors, 
but also a smaller Fourier frequency span in which Eqs. (51) 
and (52) are valid. At very long delays, the attenuation of the 
signal is so large that the noise floor is adversely affected. The 
noise floor of this measurement system cannot be measured 
directly since a source is needed and the noise from the source 
cannot be easily separated from the noise of the measurement 
system. If the noise contribution of the measurement system 
(mixer, amplifier, and spectrum analyzer) are known, then 
the noise floor can be approximated using Eq. (54). 

Cavity Discriminator Measurements of PM Noise in Signal 
Sources. Figure 15 shows a cavity discriminator measure- 
ment system (11). This system is similar to the delay-line sys- 
tem, but uses a high-Q cavity in place of the delay line. If the 
signal frequency and the cavity resonance frequency are close, 
the cavity causes a phase delay proportional to the signal fre- 
quency. In the linear region around v,, the fractional fre- 
quency fluctuations of the source are converted to phase fluc- 
tuations according to 

n High-Q resonator 

Source 
under test 

nl2 

I I I 

- 

Amplifier 
output - 

voltage 

- 

Figure 15. Block diagram of a PM noise 
measurement system that uses a high-Q- 
factor cavity to measure PM noise in an 

I I I 

"0 

Frequency oscillator. 
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If the phase shifter is adjusted so that the two input signals 
to  the mixer are in quadrature, then the output voltage of the 
mixer is proportional to phase fluctuations of the source. After 
amplification, the output voltage is given by 

u o ( t )  kd(2Q)Gy(t) = uohuGy( t )  (56) 

where the mixer sensitivity to  frequency fluctuations k ,  is 
equal to  2QKdlv0. (Figure 15 shows the output voltage of the 
amplifier as a function of input frequency.) The FM and PM 
noise of the source are therefore 

(57) 

Equations (57) and (58) are valid only for f 4 v0/(2Q), where 
the phase-to-frequency relation of the cavity is linear and k ,  
is a constat .  The value of k ,  can be found by stepping the 
frequency of the source up and down and measuring the cor- 
responding voltage change at  the output of the amplifier. The 
voltage change divided by the frequency change is equal to  
k,G in vo!ts per hertz. At higher Fourier frequencies k ,  
changes according to (11) 

(59) 

A calibrated Gaussian noise source can be added to  the source 
to  calibrate the system at Fourier frequencies higher than 
v01(2Q), thus extending the range of this measurement 
system. 

As in the delay-line measurement system, the effective 
phase sensitivity of the mixer is less than the phase sensitiv- 
ity of the two-oscillator method. The noise floor is thus given 
by 

Close to  the carrier the noise floor follows a f - 3  dependence 
on Fourier frequency and is higher than the noise of the two- 
oscillator measurement system. In addition, the noise floor is 
inversely proportional to  Q'. Therefore, higher Q cavities will 
result in lower noise floors, but also a smaller Fourier fre- 
quency span in which Eqs. (57) and (58) are valid. Other reso- 
nant circuits, such as multiple-pole filters, can be used in 
place of the cavity. The resonant circuit used can add noise to 
the system and thus limit the resolution or noise floor of the 
measurement system. 

AM Noise Measurement Systems For Oscillators and Amplifiers 

Simple AM Noise Measurements For Oscillators. Figure 16 
shows a single-channel AM noise measurement system for a 

u,(t) = KaA~(t)/VO 
Signal Detector 

Figure 16. Block diagram of a single-channel AM noise measure- 
ment system for measuring AM noise in an oscillator. 

source. In this system a source drives an AM detector. The 
output voltage of the detector is then amplified and fed into a 
swept or FFT spectrum analyzer. AM detectors commonly 
used are the mixer detector discussed previously or a diode 
detector. 

The voltage at the output of the mixer is given by 

where k, is the detector's sensitivity to  fractional amplitude 
fluctuations. The AM noise of the source is then 

where u,(t) is the voltage into the spectrum analyzer and G is 
the gain of the amplifier. The sensitivity ha can be measured 
by replacing the test source with a source with amplitude 
modulation capability (12,201. The power of the (calibration) 
source should be the same as the power of the test source, 
and it should be adjusted so that the dc voltage at the output 
of the mixer is the same as when the test source is used. The 
amplitude modulated input signal is given by 

u ( t )  = V0(1 +AM, cos fit) cos(2nuot) (63) 

where AM,,, is the peak fractional amplitude modulation and 
s2 is the modulation frequency. The magnitude of the ampli- 
tude modulation S,(f, at the input signal is &AM)2, where AM 
is the modulation selected. The amplitude modulation at the 
output (AM,,) is then measured with the spectrum analyzer 
and the calibration factor is given by 

This measurement assumes that the calibration factor is a 
constant independent of the Fourier frequency. Many times 
k ,  and G vary with frequency, and thus errors are introduced 
in the calibration. This is especially important for f higher 
than 100 kHz. To avoid this problem and speed the measure- 
ment of k,G, a Gaussian noise source added to the test source 
can be used to  calibrate the system (12,14,15). To calibrate 
the system, the PSD of u,(t) with the Gaussian noise on is 
measured with the spectrum analyzer. This curve will show 
any variation of k,G with Fourier frequency if i t  exists. The 
values of (k,G)' as a function of Fourier frequency are ob- 
tained by dividing the mensured u,(f, by the known calibrated 
noise power. 

The confidence intervals for spectrum analyzer (swept and 
FFT) measurements, as a function of the number of measure- 
ments, can be estimated from Table 1 (4,16-18). Biases in 
commonly used FFT window functions are discussed in Ref. 4. 

One problem of this simple measurement system is that 
the measured noise, given by Eq. (62), includes the AM noise 
of the source in addition to noise added by the detector, the 
amplifier, and the analyzer (noise floor of the system). The 
noise components included in S,(f, are 

(65) 
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Detector 1 
Two-channel 

analyzer 

Figure 17. Block diagram of a two-channel cross-correlation system 
for measuring AM noise in an oscillato, . 

where S,,,,(fl is the AM noise of the source, and the second 
term represents the noise floor of the system. It is therefore 
difficult t o  separate the AM noise of the source from the 
noise floor. 

Cross-Correlation AM Noise Measurements For Oscillators. 
The noise floor of the AM noise measurement system dis- 
cussed previously can be considerably reduced by using two- 
channel cross-correlation techniques as shown in Fig. 17. In 
this system PSD[u,,(t)] includes AM noise of the source plus 
noise in channel 1 (detector lj amplifier 1). PSD[u&)l in- 
cludes AM noise of the source plus noise in channel 2 (detec- 
tor 2, amplifier 2). The PSD of the cross spectrum divided by 
the calibration factor mainly includes the AM noise of the 
source since the noise that is not common between the two 
channels is reduced proportionally to  l/*, so 

This measurement technique is very useful for separating the 
AM noise of the source from the system noise. This system 
can be calibrated with a source with AM capability or by us- 
ing a calibrated Gaussian noise source (12,14). 

Simple AM Noise Measurements For Amplifiers. Figure 18 
shows a single-channel AM noise measurement system for an 
amplifier. A source is used to drive the amplifier under test, 
and the output signal of the amplifier is fed into an AM detec- 
tor. The signal is amplified, and the output voltage is mea- 

u,(t) = kaA~( t ) /VO 

under test 

Figure 18. Block diagram of a single-channel system for measuring 
AM noise in an amplifier. 

sured with an spectrum analyzer. The PSD of the noise volt- 
age u,(t) divided by the calibration factor (k,G)2 is 

The first term in Eq. (67) represents the AM noise of the 
source, the second term is the noise of the test amplifier, and 
the third term is the noise floor of the measurement system. 
The calibration factor k,G can be obtained by using a source 
with AM capability or by using a calibrated Gaussian noise 
source to calibrate the system (12,14,20). If the AM noise of 
the source or the system noise floor is comparable to  the am- 
plifier noise, accurate measurements of the amplifier AM 
noise cannot be made using this system. 

Cross-Correlation AM Noise Measurements For Amplifiers. 
Figure 19 shows a cross-correlation AM noise measurement 
system for an amplifier that reduces the noise floor of the 
measurement system. A reference source drives the test am- 
plifier, the amplifier output is split, and each channel is fed 
into an AM detector. The output signals of the detectors are 
then amplified and measured with a two-channel FFT spec- 
trum analyzer. The PSD of the cross-correlation [u,,(t)xuO2(t)l 
divided by the calibration factor is 

PSI 

Equation (68) indicates that part of the noise floor in the sys- 
tem is reduced by a factor of fl. If the AM noise of the 
source dominates the measured noise, a limiter can be placed 
after the source t o  reduce its AM noise (6). 

CARRIER SUPPRESSION MEASUREMENT SYSTEMS 

The concept of carrier suppression was first introduced by 
Sann for measuring noise in amplifiers (23). Carrier suppres- 

Detector V G ( f )  

Figure 19. Block diagram of a two-chan- 
ne1 cross-correlation system for measur- 
ing AM noise in an amplifier. 
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sion measurement systems use a bridge network to cancel the 
power a t  the carrier frequency, effectively enhancing the 
noise of the device under test (23-26). This results in a reduc- 
tion of the noise floor of the measurement system, o r  in other 
words, in an increase of the detector sensitivity. 

Carrier Suppression AM Noise Measurement 
Systems for Amplifiers 

Figure 20 shows an AM noise measurement system for ampli- 
fiers that uses carrier suppression (25). The source signal is 
split, and the amplifier under test is placed in one of the chan- 
nels. The vzriable attenuator is used to match the magni- 
tudes of the two channels. The phase shifter is used to adjust 
the phase difference between the two channels to 0. When the 
two signals are combined in the hybrid, the carrier power is 
mostly cancelled. The degree of cancellation depends on how 
well the t v o  channels are matched. An additional amplifier is 
placed a t  the output of the power summer to increase the 
power input to the AM detector. The effective AM noise of the 
device (as seen by the AM detector) is increased by the 
amount of carrier suppression. An AM noise standard is used 
to calibrate the gain of the system. 

Carrier Suppression PM Noise Measurement 
System for Amplifiers 

Figure 21 shows a carrier suppression PM noise measure- 
ment system for amplifiers (25,261. A bridge circuit is used to 
effectively increase the PM noise of the amplifier with respect 
to the noise floor of the system. A PM noise standard is used 
to calibrate the gain of the system. 

180" Hybrid n 

Spectrum 
analyzer 

Figure 22. Two-oscillator PM noise measurement system with car. 
rier suppression. 

Carrier Suppression PM Noise Measurement 
Systems for Oscillators 

Carrier suppression can also be used in PM measurement 
systems for oscillators. Figure 22 shows a two-oscillator PM 
noise measurement system with carrier suppression (25). In 
this system a bridge is used to  raise the magnitude of the PM 
noise of the two oscillators with respect to the noise in the 
phase noise detector. APM noise standard is used to calibrate 
the gain of the system. Carrier suppression can also be ap- 
plied to delay line measurement systems (27). 

The advantage of carrier suppression measurement sys- 
tems over cross-correlation systems is that similar noise floors 
can be achieved a t  smaller measurement times. The disad- 
vantage is that a very good amplitude and phase match of 
the bridge channels is required to suppress the carrier power. 
Furthermore, the match changes with temperature, and thus 
careful calibrations should be performed before and after a 
measurement to ensure that the amount of suppression has 
not changed. The use of a PM/AM noise standard will ease 
the calibration process. In some specific systems, like AM 
measurement systems for amplifiers, carrier suppression sys- 
tems are superior. The reason is that in these systems, the 
AM noise of an amplifier with lower or comparable noise to 
the source can be accurately measured. In cross-correlation 
measurement systems for amplifiers it is difficult to cancel 
the AM noise of the source, which is often comparable or 
larger than the noise in the amplifier under test. 
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MEASUREMENT, POWER SYSTEM. See POWER SYS- 

MEASUREMENTS. See CAPACITANCE MEASUREMENT; IN- 

MEASUREMENTS, DIELECTRICS. See DIELECTRIC MEA 

LENGTH METER. 

TEM MEASUREMENT. 

STRUMENTS. 

SUREMENT. 

MEASUREMENTS FOR SEMICONDUCTOR MANU- 
FACTU RI NG. See SEMICONDUCTOR MANUFACTVRING 

TEST STRUCTURES. 

MEASUREMENTS, GRAVITY. See GRAVIMETERS. 
MEASUREMENT, SOFTWARE. See SOFTWARE METRICS. 
MEASURES OF RELIABILITY. See RELIABILITY INDICES. 

MECHANICAL BALANCES. See BALANCES. 
MECHANIZED INFERENCE. See THEOREM lllu DDOVING. 

MECHATRONICS 

Mechatronics is a process for developing and manufacturing 
electronically controlled mechanical devices. Many of today’s 
automated equipment a n d  appliances are complex and smart 
mechatronics systems, composed of integrated mechanical 
a n d  electronic components that are controlled by computers 
or embedded microcomputer clups. As a matter of fact, mech- 
atronic systems are extensively employed in military applica- 
tions a n d  remote exploratory expeditions (1,2). Industrial 
mechatronic systems are used extensively in factory automa- 
tion a n d  robotic applications, while commercial mechatronics 
products are widely found in office and home appliances as 
well as in modern transportation. Successful systems and 
products are the ones that are well designed, well built, a n d  
affordable. 

The t e r m  mechatronics was  coined in 1969 to  signify the 
integration of two engineering disciplines-mechanics a n d  
electronics. In the early 1 9 7 0 ~ ~  J a p a n  was  the largest ship 
a n d  tanker  builder in t h e  world a n d  its economy depended 
heavily on  oil-driven heavy machinery and steel industries. 
The 1973 oil crisis saw the crude oil prices skyrocket from 
$3.50 per  barrel  to over $30.00 per  barrel. The consequent 
disastrous impact on its oil-dependent shipping industry 
prompted J a p a n  to re think about  its national economic sur- 
vival a n d  strategies. Microelectronics a n d  mechatronics were 
two emerging technologies embraced by J a p a n  as major in- 
dustrial priorities after the crisis. 


